Abstract In this work, a simplified interface system for education of people with disabilities is presented. This platform allows the control of different tools (PC games, robot, and electric wheelchair) using different interfaces (mouse, joysticks, etc.). This interface system can be automatically reconfigured to match user's ability, and it is operated locally or remotely through the internet. Saving of experimental progress data for later analysis can be done. Quantitative indicators are defined for evaluation purposes and to determine the needed assistance and adaptation. The system is tested on different age groups for people without physical disability. Results are presented and discussed.
Introduction
Computer education for people with special needs is a challenge for our modern society which is more dependable on computer technologies. Using a computer sounds like a trivial task for most of us but is a difficult task for someone who cannot properly control his hand muscles. This applies on people with certain types of motor disabilities (such as motor cerebral deficiency) and also on elderly people who start to lose flexibility in handling their hands muscles. Ageing is accompanied with the loss of the muscle flexibility and thus a computer interface may not be as easy to use for an elderly person as it seems to us.
The "Platform for Interface and Assistance Evaluation" (PLEIA as French title acronym) was created to evaluate and assist people with special need on the usage of a computer interface. PLEIA was developed for many types of disabilities, including people with cerebral palsy or motor cerebral deficiency, post-stroke patients, quadriplegic patients, and persons who cannot control their movements because of weakness or spasm (myopathy, athestosy). Patients use PLEIA via various kinds of input devices such as a mouse, a haptic joystick with force feedback, a trackball, a head tracker, or others. This allows them to control computer-simulated systems (PC games), real objects (robots and toys), and other mobility aids (electric wheel chair or walker). PLEIA can also be used by the occupational therapist and the medical team. For this purpose, quantitative indicators were defined and used for evaluation, for determining the needed assistance and adaptation, and for comparing user's performance. The software facilitates the saving of experimental data (time, position, distance to target, and collisions) in a database for analysis and sharing. It can be automatically reconfigured to match the user's ability, and is operated locally or remotely through internet or intranet connections [1, 2] . PLEIA can also be used to generate configurations and/or test scenarios for different devices.
In this work, a special attention was given to the elderly people. Thus, we worked on applying PLEIA on different healthy age groups to test the difference in terms of performance. "Existing systems" section introduces PLEIA, "PLEIA description" section defines its quantitative indicators, "Quantitative evaluation indicators" section describes the experiment, and, finally, the experiment results are shown in "Application examples" section.
Existing systems
Nowadays, there are many available systems whose purpose is to treat and help people with disabilities. Most of These systems, however, suffer from certain limitations.
The system presented in [3] evaluates the "point and click" ability of a user based on many criteria and provides assistance to reach a target through a haptic interface. Two other low-cost telerehabilitation systems were introduced in [4] : the first uses a force feedback joystick with simple twodimensional (2D) games, whereas the second uses a force feedback driving wheel with three-dimensional (3D) driving exercises. Another telerehabilitation platform [5] is intended for patients with a stroke-induced disability. This platform uses several haptic devices (joysticks, driving wheels, pointing devices, keyboard) and includes remote (Internet) accessibility and videoconferencing. In [6] , a telerehabilitation system for arm and hand therapy following stroke is presented. It consists of a Web-based library of status tests, therapy games, and progress charts, and can be used with a variety of input devices, including force feedback joysticks. In [7] , Technical and Patient Performance Using a Virtual Reality-Integrated Telerehabilitation System is described. The system consists of the Rutgers Ankle prototype robot, a local PC and a remote PC over the Internet. In [8] , exercises were built and used on a laptop with a force feedback joystick and a steering wheel for measuring motor dysfunction in Parkinson's disease. The exercises consist of tracking a continuously moving target (pursuit tracking), or moving to a predetermined target (step tracking). A haptic interface for hand evaluation and rehabilitation was developed in [9] . This system uses the DataGlove Rutgers Master II (RMII). Another system called "Rutgers Ankle" was also developed for lower extremity rehabilitation [9] . The built-in software provides exercises for different cases: Rubber ball exercise for strengthening the hand of a patient, Virtual RMII exercise for the rehabilitation of post-stroke patients, and Virtual Airplane exercise for lower extremity rehabilitation. Virtual reality by means of a head-mounted display was used in [10] for the purpose of improving patient walking skills through training with computer-generated obstacles. In [11] , a low-cost telerehabilitation system for upper limb dysfunction was presented. An example of a virtual driving environment was also shown using a commercial force feedback driving wheel. In [12] , an exercise system combining arm ergometry with video gaming, called the GAME/sup Cycle, was developed. A haptic device with two active degrees of freedom and a tendon-driven transmission system was developed in [13] .
PLEIA, as compared to other systems in the same area, has the following integrated features:
1. PLEIA integrates a set of tools into a single platform, while most other systems are focused on one or few tools or tasks. 2. PLEIA has an assistance mode which helps the patient in reaching a goal. This feature was only found in [3] . 3. PLEIA has an adaptation mode which automatically reconfigures the system according to the patient's ability. 4. PLEIA has a supervision service which allows the therapist to control and follow up a session locally or remotely. A limited version of this feature was found in [7] .
PLEIA description
PLEIA was introduced in a previous work [14, 15] . PLEIA is a platform which has two main purposes: Evaluate a person's dexterity to use a computer-pointing device and manipulate a mobility aid such as an electric wheel chair. Different tests are used to achieve these goals. Patients' tests can be applied using different interfaces such as joystick (with or without force feedback), mouse, trackball, and head tracker. These interfaces are used to control 2D computer-simulated exercises, 3D objects (robots, toys), and mobility aids (electric wheel chair, walker). The software facilitates the saving of a patient's exercise test data in a database for analysis and sharing. It can be automatically reconfigured to match the user's ability, and can also be used to generate configurations and/or test scenarios for different devices [14, 15] . PLEIA is added into the middle of the standard therapy session ( Fig. 1 ) which consists of the user, the therapist, the system (such as computer or wheel chair) and the peripheral device (such as joystick, mouse, or other control devices). PLEIA can be accessed locally or remotely through internet or intranet connections [1, 2] . Many users can be simultaneously connected to the server where the experiment is being conducted. It is, therefore, possible to remotely execute a test, modify experiment parameters, chat between server and clients, exchange scenarios and experiment parameters, and help the user in achieving a goal by using another pointing device (joystick, mouse, or others) in parallel. PLEIA can also be used by the occupational therapist or medical team. For this purpose, quantitative indicators are defined ("PLEIA description" section) and used for evaluation, for determining the needed assistance and adaptation, and for comparing user's performance. The upcoming subsections describe the PLEIA functions and the creation of test scenarios.
PLEIA functions
PLEIA supports the control of two-dimensional computersimulated exercises. Four types of exercises are proposed by an occupational therapist team: The "Reach Targets" exercise ( Fig. 2) which requires reaching all targets in a specified order, showing the next target in green and the others in red. The "Click Targets" exercise ( Fig. 2) is similar to "Reach Targets" exercise but which requires, in addition, clicking at each reached target. The "Follow Path" exercise ( Fig. 3) requires reaching all the targets while following a drawn path. In the "Drag and Drop" exercise ( Fig. 4) , it is required to reach a target, pick it up, move it, and drop it in the next target. These computer exercises have two modes of operation: PLEIA abstract and PLEIA tuned. In PLEIA abstract mode, the user manipulates abstract objects (circles and rectangles) on the computer screen, which is appropriate for most types of evaluations. In PLEIA tuned mode, the user can select images that fill screen objects, or choose a special game background and a moving cursor shape (Fig. 5 ). This mode is preferred by children according to therapist's recommendations.
PLEIA offers four different services: evaluation service, supervision service, assistance service, and the adaptation service. The evaluation service is used to provide an online or offline evaluation of a user. The data used for evaluation is collected online and analyzed. The frequency of data collection is 10 Hz. An online feedback about an exercise performance can also be sent to the user in visual form, audio form, or through vibrations.
The supervision service is used by the therapist in order to supervise a session. The supervision can be online during the test or offline by examining and analyzing test results after the test. It can be local on the same computer and location, or remote at another computer or location. PLEIA can handle two input devices at the same time (such as two joysticks or one joystick and one mouse), on the same computer, or on two networked computers. This feature allows the patient and the supervisor to cooperate in achieving a certain goal. For example, the patient can get 
The assistance service is used to provide assistance or training to the user during an exercise in order to reach a goal. This type of assistance is computer-generated assistance which is different from the above mentioned humansupervised assistance. For example, the user can get force assistance from the joystick to reach a target. This force can be an attraction force toward a target or a path, or a repulsion force to avoid an obstacle. Finally, the adaptation service is used to compensate a user's deficiency such as an inability to move the joystick in one direction. This mode uses a fuzzy FIS controller. Assistance and adaptation can only be achieved when using a device with force feedback (joystick).
Creation of test scenarios
A test scenario consists of different components used in a test (Fig. 6 ) such as targets, objects, obstacles, and paths. Test scenarios can be generated, saved in text files for future use, and copied to other computers. A test scenario can also be modified by a therapist. The therapist can also change the test configuration such as the speed, the feedback distance from obstacles, the sound effects, the pointing interface device, and others. Such changes are important for proper therapy sessions.
Quantitative evaluation indicators
An important feature of PLEIA is the quantitative indicators used for analyzing test results. The advantage of these quantitative indicators is to reduce the error of subjective assessments. It is therefore possible to quantitatively evaluate a patient's performance, compare two patients' performances, and record the evolution of a patient's performance.
The time indicator measures the total test accomplishment time. The resting time factor measures the percentage of inactivity during the test with respect to total test time. The distance efficiency indicator measures the minimum possible distance divided by the total actual test distance. The collisions indicator measures the total number of collisions with different obstacles during a test if it includes obstacles.
Other indicators are defined in PLEIA. We called them comfort indicators. Comfort indicators evaluate the user ability in manipulating the input device (joystick, mouse, trackball, etc.). Given the test trajectory (x(t i ),y(t i )), two The present study was done in order to answer the second question. Other application examples will be performed in the future to answer other questions. The test was performed on different age groups of people. The group was set on 10 years division: 20-29, 30-39, 40-49, 50-59, 60-69, 70-79, and 80-89. Subjects from the current hospital employees and visitors were asked for participation. They were all healthy subjects with no motor disability. The total number of subjects is 50 because we could not find any participant in the 80s group, and a part of the upper age groups was not filled. The gender distribution was 56% male and 44% female. The goal was to compare the reaction to computer pointing device (mainly a joystick interface) with different age groups from young to old people. Two PLEIA game scenarios were used for this purpose. One which is a standard manipulation and navigation experiment used by different therapists [3] , and the other is passing the computer game pointer through a simple path similar to an existing path in the hospital. The tests were done on ten healthy people without disability from each age group. They were compared and presented in the next section.
Five simple test scenarios were used to make users learn how to use PLEIA (Fig. 7) . Then two main tests were performed. The first test is a standard test designed by a therapist to reach 12 targets in a specific order without obstacles (Fig. 8) [3] . The second test is a simulation to a path in the hospital which connects the elderly center to the outpatient department (Fig. 9) . The main goal is to pass the computer pointer through this path with minimum number of impacts against the path's wall. 
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Fig. 10 Twelve targets test for Jamal (25 years): a first try, b last try

Experiment results
We managed to perform the tests for six age groups: 20-29, 30-39, 40-49, 50-59, 60-69, and 70-79 years. Fifty-eight persons participated in doing these tests but only 50 actually did all the tests: ten subjects from each group, except 60s (only six) and 70s (only four). We will first compare the performance between one person from age group 20-29 and another from age group 70-79. Next, we will present the average and standard deviation of all age groups outcomes.
Comparison of two individuals from two different age groups
Jamal is a young female of 25 years old. She did all the tests without any problem. Her learning phase was very short. All her tries were good. In the first test scenario with 12 targets, her total time went down from 78 to 76 s. The trajectory was good for both tries (Fig. 10 ).
In the path scenario, her total time went down from 39 to 29 s. The trajectory was good for both tries. The big time difference was due to her fear to hit the path walls during the first time. All her movements were regular (Fig. 11) .
Farid is a 75-year-old man. He had some problems in performing the tests. Although the learning phase was short and the majority of his tries were good, he could not repeat the test more than twice. He stopped in the middle of the third try due to fatigue. In the first test scenario with 12 targets, his total time went down from 151 to 84 s. The trajectory was better in the second try. The reason for the time difference is due to the fact that he did many oscillations and stops in the first try (Fig. 12) .
In the path scenario, his total time went down from 38 to 32 s. He did many oscillations in the first try, but he managed to do well on his last try. His movements were regular (Fig. 13) .
Comparison of the average of all age groups All data resulting from the experiments were analyzed using the mean and standard deviation tests. It was discovered that data samples are coherent since the standard deviation is relatively small. After analyzing the average results taken for all subjects over the different age groups (Fig. 14) , we discovered the following for the first experiment (12 targets):
& Total test time increased from an average of 72 s for the 20-29 age range to the average of 118 s for the 70-79 age range. The geriatrics doctor analyzed these results using chisquare statistical method to deduce the significant groups and suggested the following:
& The most significant age groups can be shown as two: the young 20-39 (merging the first two groups) and old 60-79 (last two groups). Other groups can be disregarded. & The above two age partitions have different results with different indicators. & The total time indicator clearly shows that the young category spend less time to achieve the goal than the old category. The older people may be moving slower or stopping more often to think their way. & The rest time indicator shows that the older people are stopping often. This can due to tiresome or to slower reflexes when taking decisions and changing paths. & The distance efficiency shows no big difference. This difference, however, is due to the older people having less dexterity using their hand muscles in order to change directions. 
Conclusion
In this work, PLEIA evaluation and assistance multiplatform for people with disabilities is presented. PLEIA is currently operational and under evaluation by designers, therapists, and patients. PLEIA was used to compare different age groups of healthy people without physical disability. The obvious outcome showed that elderly people have less control of their hand and arm muscles than young people. A more important result would be to adapt the used interface in order to better suit an elderly person (using PLEIA adaptation service, for example). Other devices are being tested. Ongoing studies on other devices (mouse, trackball) are being done and compared with joystick device to determine the most suitable device for each user.
Furthermore, the current results can be used as a base for future experiments that will include different types of motor disabilities. The results for people with disabilities can therefore be compared to our current results and give better assessment of the person's physical situation.
